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XXV. On tb6 Variation of the ’Temperature of boiling 
Water. By Sir George Shuckburgh, Baronety F. R. 
and A. S. and Member of the Academy of Sciences and 
Belles Lettres at'Lyon. 


Read March ii, 1779. 


1 1 iHE heat of boiling water having for foihe years been 
ufed as one of the terms for graduating the fcale 
of thermometers; together with the particular attention 
the Society has lately given (‘y/isfe the Report of the Com¬ 
mittee, Phil. Tranf. vol. Lxvii.) to this branch of inquiry, 
and I may add the lingular fuccefs with which this age 
and nation has introduced a mathematical precilion, hi¬ 
therto unheard of, into the conftruition of philofophical 
inftruments, will render it unnecelTary for me to fay 
more in refpecSt of the following experiments, than lim¬ 
ply to lay them before the Royal Society. 

That the heat of boiling water was variable, accord¬ 
ing to the prelTure of the atmofj)here, feems to have 
been known to Fahrenheit as early as the year 1724^'’^. 

(a) Vide Phil. Tranf, N® 385. wherein is propofed a curious projcfl: of de¬ 
termining the weight of the atmolphere by means of a thermometer alone, un¬ 
der the title of Barometri novi deferiptio.’* 
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A few years after this, Meflieurs le monnier and cas- 
siNi (Mem. de VAcad. des Sc. pour 1740) made fome de- 
dfive obfervations, to Ihew that this quantity was very 
cbniiderable. It was left, however, for Mr. de luc to 
make a much more compleat feries of experiments, 
which he has defcribed and reduced into fyftem in his 
Recbercbes fur la Variation de la Cbaleur de I'Eau bouil- 
lante. It remained only that thefe ftiould be verified. 
Towards the latter end of the year 1775 Thad an oppor¬ 
tunity of repeating thefe obfervations with a fmall 
pocket thermometer of about fix. inches long, made by 
Mr. nairne; an inftrument, it muft be confefled, not 
very accurate for fuch an examination, but with which I 
thought, however, I could, obferve to within a quarter of 
a degree; roy objeA at that time, amidfi a variety of 
other philofbjhical purfuits, being to affure myfelf that 
Ihe i^^ation took place, rather than critically to exa¬ 
mine.the quantity of it. I fhall'relate thefe obfervations^ 
as the refult of them upon my return to England led; 
me to fixne more accurate^ 


Table 
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Table of obfervJrtibm of the boiling^pbint, made in a 
journey over the Alps. 


Place of oh* 
fervation. 

Height of 
the baro¬ 
meter. 

boiling 
water by 
Obfervat, 

Heat 6F boil¬ 
ing water by 
Mr.DE LUc’s 
thermometer 

DIff. 

' 

DifTerence in 
of total. 


Inches. 

0 

0 

0 


Bologna, 

30^1 


213.5 

, - 0,0 

0 

Geneva, 

28.60 

2 IO .4 

2 JO .9 


•^16 

Modane, 

26.61 

207.3 

207.4 

- 0,1 

- z 

Lannebourg, 


205.1 

205.9 

- 0,8 

- 0 

Mount Cenis, 

424,03 

201.2 

202^6 

- 1,4 

-II 

Ditto, 

23*91 

20 ia 

202.4 

- i.a 

^ — lO 





Mean 

9 < 

100 II 


The fecond column gives the height of the barometer 
at the time of obfervation; the fourth, the heat of boil-» 
ing water deduced from Mr. de luc’& rules, compared 
with the lowerrooft obfervation, m: that under the 
greateft preflune; the fixth gives the difference between 
the theory and the experiment in the motion of the boil- 
ing point in hundredth parts of the whole fpace de- 
feribed: from whence it might be concluded, that the 
motion or variation of the boiling point with a given Va¬ 
riation in the preflure of the atmofphere was tIo or ^ 

greater 




tf the ’femperature of boiling Water. 365 
greater than by the theory alluded to But thefe were 
but grofs experiments, and perhaps unworthy of fuch a 
competition. They induced me, however, to make the 
following. In the beginning of laft year (1778) with 
the afliftance of Mr. ramsden, I procured a molt excel¬ 
lent thermometer, every way adapted for this purpofe. 
It was about fourteen inches long, but the interval 
between freezmg and boiling only 8} inches'"'-^, and 
though every degree was fomething lefs than the 
^th of an inch, yet, by means of a femi-tranfparent piece 
of ivory, which applied itfelf elofe behind the glafs 
tube, Aiding up and down in a groove cut hi the brafs 
fcale for that purpofe, carrying a hair-line diviAon, at 
the extremity of which was a vernier dividing each de- 


The fame inftrument immerfed in fnow juft melting at the top of Mount 
Cents fell to 32% the point of freexing obferved at the level of the fea. 

(c) It may poflibly be fuggefted, that if this interyal had been greater, vi%. 
20, 30, or 40 inches, I fliould have had a much larger fcale and more conve¬ 
nient inftrument j but in this, as in moft other mechanical contrivances, our 
prc^refs beyond certain limits is prevented; for if the perpendicular height of 
the column of quicklilver be much increafed, the weight of it will be fuch as 
to diftend the ball, and the inftrument may differ from itfelf in a vertical and 
horizontal jx)(ition»by half a degree, as I have feen in a tube only fifteen inches 
long; and if this circumftance be endeavoured to be corre6led by making the 
bulb of the thermometer thicker, its fenfibility will be proportionably dimi- 
nifbed. If my experience were to lead roe to conclude any thing, 1 fhoulci 
coniider a tube of a foot long as a maximum^ and the bore of fuch a diameter 
as to admit a ball of a quarter or one fifth of an inch, 

VouLXIX* Ccc 


gree 
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gree into ten; with, moreover, a lens-of an inch focus; 
this apparatus being made moveable firft by the hand, 
and more delicately by means Of a micrometer fcrew,- 
whofe head was divided into twenty-five diviftons, each, 
eqxial to the fortieth of a. degree (for fo truly cylindrical 
was the tube, which had been with care exprefsly fe- 
le<Sfed from a great quantity of glafs, that the diviftons in 
the neighbourhood of the freezing point did not differ 
from thofe near the boiling point by fb much as ^'jth of 
a degree, and this variation appeared in Other parts of 
the tube ftritflly uniform; as was found by breakihg the 
Column of mercury); by means I fay Of this appara¬ 
tus I was enabled to read off any height 'of the thermo¬ 
meter to within ith of a degree. The veflel, m which 
the water was boiled, which was always fpring water, 
was a cylindrical tin pot, 13 inches high and 4^ inches- 
wide, with a top foniething fefembling that defcribed in 
Mr. DE LUc’s work, contrived to carry off the fteam with¬ 
out incommoding the obferver, with a wafte pipe for the 
fuperfluous water in boiling, which might otherwife fall 
upon the fire and extinguifh it. The ball of the ther¬ 
mometer was immerfed to within inches of the bot¬ 
tom of the veffel, and 10} inches below the furface of 
the water, fo that as near as might be the whole column 
of mercury was expofed to the heat of boiling water, 

there 



of the ^temperature of boiling Water, 367 
there being only 15“ oi- ao° of the fcale, equal about 
part riling out of the water cxpofecl to the tempera¬ 
ture of the fteam, which in one or two experiments was 
found to be 180° or 190°, fb that the corredlion for this 
defeat of heat would only amount to a very few hun¬ 
dredths of a degree, perhaps about ,04 or 05, which, as 
the inftrurnent was expofed to the fame drcumftances as 
near as might be in all the obfervations, I have taken no 
notice of. I thought it neceffary to fay thus much re. 
fpeding the precilion of the inftrurnent and the appara¬ 
tus, and lhall now relate the obfervations at length. 

Table of the obfervations. 


0 

z 

Place of obfcrvation. 

Height of 
the baro¬ 
meter. 

ts 

§ 

liarome- 
ter reduc¬ 
ed to the 
heat of 

50° 

Boiling 

point. 

Mean 

boiling 

point. 



Inch. 

0 

Inch, 

p 40t>'S' 

■Riii 

1 

Summit of Snowdon in Cat*- 1 
narvonfliire, Aug. 1 5 ,1 7 ^ 

26,487 

46 

26,498 

207, 8 1 
206,38 J 

207,07 

2 

Top of Cam Cwm Gafr, l 
Aug. 16, 1778, J 

47,274 

^2 

47,241 

208.27 
208,24 

208.28 
208,19 

208.29 - 


208,64 

3 

In tlie dcfcent from ditto, 

27.957 

s* 

27.954 

209,2^1. 
209,37 

209.39 

269.32 

209.32 

209.40 J 

1 

209,87 


G c c a 


Table 












N umber. 
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Table of obfeajyaiitma eontitamid^ 






Barome- 


■ 


Place of Obfervations. 

Weight of 

H 

t^r reduc¬ 
ed to the 

Boiling 

Mean 

n 

batO' 


Iteat of 

point. 

boiling 

Z 


meter. 


fsioo. 

p^t. 



Ij>ch. 

0 

Inch.* 


0 tooths 

4 

Shackbargh, Dec. 3, 1778, 

28,360 

44 

28,.*77 

vtio.!?!! 
t»iq^of 4 
210,2o| r 

'2lto,5o 

; 





2lO,2l| J 


5 

Ditto, OA. 23, 1778, 

28,690 

47 

28,699 

211, 8 
211,10 
211,11 

211,27 







auii3 






211,12 

211,10 


6 

Ditto, Sept 27, 1778,, 

*8,910 

54 

28,898 

a»M 9 ll 

21 2,2i|S£ f 

212,24} V 

•an.17} 

2II,I4|J 

-211,50 

7 

Ditto, J!^ov. 7, 1778, 

"k 8,990 

47 

28,999 

an>a 3 -j 
ai».a 4 r 1 
*11,25 7 
211,23 J 

2ii,6o 

8 

Llanberis,; CariwH’bnlhire, 1 

f 9 f 77 

5 o 

* 9»447 



Au^^i 3 H% 8 r J 

212,22 

aia ,55 ; 

9 

London,. I 779 > 


45 

29,805 

aia> 3 S ■> 

212,40 

212,42 




t 



212,^ V 
212,36 

2ia,95 



. ■' 4 . 



212.38 

212.39 / 
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Table c(£i(%farii#k^ 


1 

3 

2 

^ce of obfcrvation. 

E^ight^df 

baro» 

oietevs 

I 

H- 

l^amine- 
ter redijcf 
<|d to tHe 
heat of 
^o<? 

. points 


■ "Myan. 
boiling ( 
■point,' ""1 



Inch. 


Incli. 

0 40 ?^^ 


3^,iooths 

10 

London, Jfkn. 17751, 

2$,990 

44 

30,008 

’ 

2 » 3 . S 1 
213, 8 
213)10 
at 3 * 9 

213.10 
213, 6 
213, 6 

213.11 

213.12 
213, 8 J 

i 

2 l 3 t«!i 

XI 

Ditto, Juoe IQ,, 1778, 

30 j®S 0 

64 

30,207 

213,20 1 
a-i 3»23 1 
213,24 1 
2x3,26 
2 i 3 > 23 i-^ 


213,58 

12 

Ditto, Deib; 27,. 1778, 

: 3'»>468 

43 

3c%489 

2 i 4 t 5 1 
214, 9 
214, 6 

2141* if . 

214^ 7- 

5. J 

► 



Ditto, Dec, 24, 1778, 

30 » 7 SO 

46 

30^763 

2I4> i8 ^ 
214,12 

ai 4 >i 5 J 

i • 

414.37 

. 


Table 
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Table of obfervations confinueA 


Place of obfemtion. 


14-London,. Dec. 25, 1778, 


^5 


Ditto, at the ^delphi'i 
Wharf, Jj feet abqve high ^ 
water, Dec. 26, i|t78, J 




Barome* 



Beight of' 
the baro- 

If 

rcr iTiiuc 
od to the 
heat of 

d) >iHng 
point. 

Mean. 

boiling. 

meter. ' 

H 

50°. 


point. 

Inchi 

0 

Inch. 

-0 401:1's. 

Q lOOlhs 

3°*8.38 

47 

30.§47 

2.14,35 ^ 

214.32 

214.33 





214,34 . 

2'4.35 
21431 
214,33 

214,83 

30,948 

47 

30)957 

2*4.35 ] 
2*4.39 
2*4,40 1 





2*4.381 1 





ai4 4* . 

214,37 1 

214,41 

214,40 

214,40 

214,34 

2*4,*5 

, i 


The Btimbers in the fifth column are the corretSljed 
heights of the barometer reduced to one and the fame 
temperature, fy/sr, 5 0°, which was neceffary in order to 
have the true pyoporticjn of the prelTure of the atmo4 
fphere, whofe influence feems to have fo confiderable a 


[d) This is the greateft height of the barometer that I have ever known, 
as far as f have been able to coIle£f the higheft point, that it has ever been leen 
4:0 i^nd at in any country where obfervations have been made and recorded, 
the firft invention of this ingenious inftrument. 


lliare 
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Ifhaile in the heat of boiling water. Column the fixth 
fhews the heightthe thermometrar ftood at in water boil* 
ing very faft in degrees and 4oths of a degree; where it 
will be feen, that the obfervation was repeated, as the 
heatls gwen of every feparate trial, which is, p^haps, the 
heit cait^ion of the confidence that is to be placed in the 
jnean refult, fliewn in column the ifeventh exprefled in 
hundredths of a degree. 

Having eolledled this feries of expeiiments, I 'AVas 
amxious to fee how far they ccnref^nded wtth Mr. d£ 
LUd’Si indupon comparifon of N* i. and N® 15.1 found 
that the decreafe of the boiling heat was greater than 

the rules admitted of from an alteration of the ptefihre 
of the atmofphere of 4i inches. This diflferenoe led me 
!intOi;,an examination of all my obfervations, to fee how 
jf*r they were confiftent with themfelves ; how far they 
difagteed from Mf. i>E luc’s; and, lafldy, what general 
oi^lufion anight be drawn from them. 

Toavcdd infome meafure, or at lead correct, the er¬ 
rors of obfervation, the mean of N® *. and N® 2. the 
mean of M' o, and N® 7. and of N® 14. and N* 1,5. was 
talcen inftead of either obfervation feparately ; the firft 
and third of thefe means as two extreme terms, and the 
fecond as an intermediate one: with thefe it was very 
<mfy by interpolation ©r proportion to deduce any other 

C€C4 intw- 
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intermediate term, and confequently from the mean 
of fix to examine all the fifteen obfervations. Thus, on 
a comparifon of N° i . and %. with N® 14. and 15. the 
mean motion of the boiling point in that interval for one 
inch of the barometer (^viz. when the mercury Hands 
at a8,886 inches) is = r°,743; according to Mr. ns 
LUe this is i°,65. By a fimilar comparifon of N® i.. and 
2. with N® 6. and 7. the mean motion of the boiling 
point in-that interval {viz, at 27,908 inches) for one 
inch is ~ i%779; Mr» de luc = i°,7 3, And, laftly, 
comparing the mean of N® 6. and 7. with the mean of 
N® 14. and 15.» the mean motion of the boiling point in 
this interval {piz, at 2:9,925 inches) for one inch is = 
i°> 709 > tjy Mr. DE LUC = i°,s9. Itfiiould follow then, 
that, within the limits of my experiments, the alteration 
or motion of the boiling point is greater by than 
from that gentleman’s obfervations, that the heat of 
boiling water is- not diredtly in the fimpl6 ratio of the 
height of the barometer, nor yet is the progreffion lb 
rapid as Mr. de luc obferved it. It may be fomewhat 
fatisfadtory to fee the obfervations collated and compared. 

(e) It is true, that my obfervations in Savoy give this difference +Trtliofcof 
Mr. LE MONNiER cqual +Ti (Vide Recherches fur I*At, § 964.) ; and though, 
perhaps, neither the one nor the otht; rare inti rely unexceptionable, they tend^ 
however, fomething to confirm, although alone they may be unable whoUy 
t© fupport, fuch a iuppofition. 



of the temperature of boiling Water, 


S75 


N® 

Height of 
the baro¬ 
meter. 

lioiling 
point by 
obferva- 
tion. 

Boiling pt. 
by Mr. 
DE LUC’s 
rules. 

Error. 

Soiling point 
by interpola¬ 
tion from 

I, 2, 6, 7, 
14, and 15. 

Error. 


Inch. 

0 

0 

■ \ 0 

■ 

p 

0 

I 

26,498 

207,07 

208,54 

+0,47 

207,18 

+ 0,11 

2 

27,241 

208,64 

208,84 

+ 0,20 

208,52 

— 0,12 

3 

27,954 

209,87 

210,03 

+0,16 

209,80 

-0, 7 

4 

28,377 

a 10,50 

210,81 

+0,31 

210,56 

+ 0, 6 

5 

28,699 . 

211,27 

211,34 

+0,7 

211,11 

— 0,lS 

6 

28,898 

211,50 

211,67 

+ 0,17 

211,47 

a 

7 

28,999 

211,60 

211,85 

+ 0,25 

211,64 

+ 0, 4 

8 

* 9,447 

«12,55 

212,74 

+ 0,19 

2t2,42 

-0,13 

9 

29,805 

21.2,95 

213,15 

4-0,20 

2 I 3>03 

4"0, 8 

10 

30,008 

213,22 

213,47 

+0,25 

2 I 3 i 49 

+0,27 

11 

30,207 

213,58 

213,79 

+ 0,21 

2 i 3 > 7 * 

+ 0,13 


30,489 

214,15 

214,23 

+0, 8 

214,19 

+0, 4 

n 

30,763 

214,37 

214,66 

+ 0,29 

214,65 

+0,28 


, 30,847 

214,83 

214779 

-0, 4 

214,79 

-0, 4 

'5 

.30,957 1 

214,96 

214,96 

>0 

214,96 

70 


I lhall make no deductions from this cOmparifon, but 
leave them to the leifure of the reader. It will, how¬ 
ever, probably be inquired, how the thermometer came 
to ftand at 213° in boiling water, when the barometer 
was about 30 inches, 212® being the degree by which 
that heat is expreffed on Fahrenheit’s fcale? The an- 
fwer is eafy: it was an error in the making of the inftru- 
ment, and, I believe, a pretty general one. There was 
VoL. L,XIX. Dd d alfo 
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alfo a fimilar error of ibnaething more than one quarter 
of a degree in laying down the freezing point fo that the 
fundamental interval between freezing and boiling, 
when the barometer Hands at 29,8 inches (the mean 
height at London) was 18o°,71 inftead of 180°; by this 
means each divifion was in fadl T^oth part lefs than a de¬ 
gree: this fmall corredlion may therefore eafily be ap¬ 
plied, if thought necelTary, but 1 have taken no notice 
of it. 

I will now add a general table for the ufe of artifts in 
making this inftrument, both according to my own 
oblervations, and thofe of Mr. de luc, that the pre¬ 
ference may be given as it lhall be thought due; not 
that it is a matter of any great confequence which is 
made ufe of under fmall variations of the atmolphere; 
but even under thefe circumftances, I flatter myfelf, that 
the object of this paper will be fufliciently obvious to 
all who wilh to verify a new theory, or aim at accuracy 
in thefe days of predflon. 


Height 













